	1.
	WS
	Systran drivers don't automatically load when the PAN computer is rebooted
	su

cd /opt/sl240/bin

./driver.sh stop

./driver.sh start

	2.
	WS
	PANDAEMON process does not start (or immediately terminates); no errlogfile generated
	Possible cause:

The systran drivers may not be loaded

	3.
	WS
	Monsoon engineer console doesn't start up correctly
	Possible cause:

Attribute names in the startup (".mod") file may not match those defined in the .csv file.

Solution:

Look in ~monsoon/errlogfile for the errant attribute name.

	4.
	WS
	Monsoon engineer console doesn't start up correctly
	Possible cause:

User did not successfully obtain a kerberos ticket 

Solution:

kinit <username>

	5.
	WS
	Unable to talk to the systran driver (eg. "fc0"); or to reload the systran driver
	Possible cause:

The PCI bus systran card sometimes gets into a nonfunctional state, which cannot be reset by software or rebooting the PAN computer

Solution:

Requires shutdown and power down on the system. You need to pull the plug on the PAN computer to remedy this.

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	

	
	
	
	


